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sample calibration gas, at any dilution, must
produce results which do not vary by more
than 5 percent from the mean of the three in-
jections.

13.3 Calibration Drift. The calibration
drift determined from the mean of the three
injections made at the beginning and end of
any run or series of runs within a 24-hour pe-
riod must not exceed 5 percent.

13.4 System Calibration Accuracy. Losses
through the sample transport system must
be measured and a correction factor devel-
oped to adjust the calibration accuracy to
100 percent.

13.5 Field tests between this method and
Method 16A showed an average difference of
less than 4.0 percent. This difference was not
determined to be significant.
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14.0 Pollution Prevention. [Reserved]
15.0 Waste Management. [Reserved]

16.0 References

1. Same as in Method 16, Section 16.0.

2. National Council of the Paper Industry
for Air and Stream Improvement, Inc, A
Study of TRS Measurement Methods. Tech-
nical Bulletin No. 434. New York, NY. May
1984. 12p.

3. Margeson, J.H., J.E. Knoll, and M.R.
Midgett. A Manual Method for TRS Deter-
mination. Draft available from the authors.
Source Branch, Quality Assurance Division,
U.S. Environmental Protection Agency, Re-
search Triangle Park, NC 27711.
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17.0 Tables, Diagrams, Flowcharts, and Validation Data
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Figure 16B-1.

METHOD 17—DETERMINATION OF PARTICULATE
MATTER EMISSIONS FROM STATIONARY
SOURCES

NoOTE: This method does not include all of
the specifications (e.g., equipment and sup-
plies) and procedures (e.g., sampling and ana-
lytical) essential to its performance. Some
material is incorporated by reference from

Method 16B Sampling Train.

other methods in this part. Therefore, to ob-
tain reliable results, persons using this
method should have a thorough knowledge of
at least the following additional test meth-
ods: Method 1, Method 2, Method 3, Method 5.
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